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Food and Drug Administration, HHS § 892.1320 

premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 59 
FR 63015, Dec. 7, 1994; 66 FR 38818, July 25, 
2001] 

[55 FR 48444, Nov. 20, 1990] 

§ 892.1170 Bone densitometer. 

(a) Identification. A bone densitom-
eter is a device intended for medical 
purposes to measure bone density and 
mineral content by x-ray or gamma 
ray transmission measurements 
through the bone and adjacent tissues. 
This generic type of device may in-
clude signal analysis and display equip-
ment, patient and equipment supports, 
component parts, and accessories. 

(b) Classification. Class II. 

§ 892.1180 Bone sonometer. 

(a) Identification. A bone sonometer is 
a device that transmits ultrasound en-
ergy into the human body to measure 
acoustic properties of bone that indi-
cate overall bone health and fracture 
risk. The primary components of the 
device are a voltage generator, a trans-
mitting transducer, a receiving trans-
ducer, and hardware and software for 
reception and processing of the re-
ceived ultrasonic signal. 

(b) Classification. Class II (special 
controls). The special control for this 
device is FDA’s ‘‘Guidance for Industry 
and FDA Staff; Class II Special Con-
trols Guidance Document: Bone 
Sonometers.’’ See § 892.1(e) for the 
availability of this guidance document. 

[73 FR 40969, July 17, 2008] 

§ 892.1200 Emission computed tomog-
raphy system. 

(a) Identification. An emission com-
puted tomography system is a device 
intended to detect the location and dis-
tribution of gamma ray- and positron- 
emitting radionuclides in the body and 
produce cross-sectional images through 
computer reconstruction of the data. 
This generic type of device may in-
clude signal analysis and display equip-
ment, patient and equipment supports, 
radionuclide anatomical markers, com-
ponent parts, and accessories. 

(b) Classification. Class II. 

§ 892.1220 Fluorescent scanner. 

(a) Identification. A fluorescent scan-
ner is a device intended to measure the 
induced fluorescent radiation in the 
body by exposing the body to certain x- 
rays or low-energy gamma rays. This 
generic type of device may include sig-
nal analysis and display equipment, pa-
tient and equipment supports, compo-
nent parts and accessories. 

(b) Classification. Class II. 

§ 892.1300 Nuclear rectilinear scanner. 

(a) Identification. A nuclear recti-
linear scanner is a device intended to 
image the distribution of radionuclides 
in the body by means of a detector (or 
detectors) whose position moves in two 
directions with respect to the patient. 
This generic type of device may in-
clude signal analysis and display equip-
ment, patient and equipment supports, 
radionuclide anatomical markers, com-
ponent parts, and accessories. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[55 FR 48444, Nov. 20, 1990, as amended at 65 
FR 2322, Jan. 14, 2000; 66 FR 38818, July 25, 
2001] 

§ 892.1310 Nuclear tomography system. 

(a) Identification. A nuclear tomog-
raphy system is a device intended to 
detect nuclear radiation in the body 
and produce images of a specific cross- 
sectional plane of the body by blurring 
or eliminating detail from other 
planes. This generic type of devices 
may include signal analysis and dis-
play equipment, patient and equipment 
supports, radionuclide anatomical 
markers, component parts, and acces-
sories. 

(b) Classification. Class II. 

§ 892.1320 Nuclear uptake probe. 

(a) Identification. A nuclear uptake 
probe is a device intended to measure 
the amount of radionuclide taken up 
by a particular organ or body region. 
This generic type of device may in-
clude a single or multiple detector 
probe, signal analysis and display 
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equipment, patient and equipment sup-
ports, component parts, and acces-
sories. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 892.9. 

[55 FR 48444, Nov. 20, 1990, as amended at 65 
FR 2322, Jan. 14, 2000] 

§ 892.1330 Nuclear whole body scan-
ner. 

(a) Identification. A nuclear whole 
body scanner is a device intended to 
measure and image the distribution of 
radionuclides in the body by means of 
a wide-aperture detector whose posi-
tion moves in one direction with re-
spect to the patient. This generic type 
of device may include signal analysis 
and display equipment, patient and 
equipment supports, radionuclide ana-
tomical markers, component parts, and 
accessories. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 892.9. 

[55 FR 48444, Nov. 20, 1990, as amended at 65 
FR 2322, Jan. 14, 2000] 

§ 892.1350 Nuclear scanning bed. 

(a) Identification. A nuclear scanning 
bed is an adjustable bed intended to 
support a patient during a nuclear 
medicine procedure. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 892.9. 

[55 FR 48444, Nov. 20, 1990, as amended at 59 
FR 63015, Dec. 7, 1994; 65 FR 2322, Jan. 14, 
2000] 

§ 892.1360 Radionuclide dose cali-
brator. 

(a) Identification. A radionuclide dose 
calibrator is a radiation detection de-
vice intended to assay radionuclides 
before their administration to patients. 

(b) Classification. Class II. 

§ 892.1370 Nuclear anthropomorphic 
phantom. 

(a) Identification. A nuclear 
anthropomorphic phantom is a human 
tissue facsimile that contains a radio-
active source or a cavity in which a ra-
dioactive sample can be inserted. It is 
intended to calibrate nuclear uptake 
probes or other medical instruments. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 54 
FR 13832, Apr. 5, 1989; 66 FR 38818, July 25, 
2001] 

§ 892.1380 Nuclear flood source phan-
tom. 

(a) Identification. A nuclear flood 
source phantom is a device that con-
sists of a radiolucent container filled 
with a uniformly distributed solution 
of a desired radionuclide. It is intended 
to calibrate a medical gamma camera- 
collimator system for uniformity of re-
sponse. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 892.9. 

[53 FR 1567, Jan. 20, 1988, as amended at 54 
FR 13832, Apr. 5, 1989; 66 FR 38819, July 25, 
2001] 

§ 892.1390 Radionuclide rebreathing 
system. 

(a) Identification. A radionuclide re-
breathing system is a device intended 
to be used to contain a gaseous or vola-
tile radionuclide or a radionuclide-la-
beled aerosol and permit it to be re-
spired by the patient during nuclear 
medicine ventilatory tests (testing 
process of exchange between the lungs 
and the atmosphere). This generic type 
of device may include signal analysis 
and display equipment, patient and 
equipment supports, component parts, 
and accessories. 

(b) Classification. Class II. 
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